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Available online xxxxMany commercial ships will soon begin to use treatment systems to manage their ballast water and reduce the
global transfer of harmful aquatic organisms andpathogens in accordancewith upcoming InternationalMaritime
Organization regulations. As a result, rapid and accurate automatedmethods will be needed to monitoring com-
pliance of ships' ballast water. We examined two automated particle counters for monitoring organisms ≥50 μm
in minimum dimension: a High Resolution Laser Optical Plankton Counter (HR-LOPC), and a Flow Cytometer
with digital imaging Microscope (FlowCAM), in comparison to traditional (manual) microscopy considering
plankton concentration, size frequency distributions and particle size measurements. The automated tools
tended to underestimate particle concentration compared to standard microscopy, but gave similar results in
terms of relative abundance of individual taxa. Formost taxa, particle sizemeasurements generated by FlowCAM
ABD (Area Based Diameter) were more similar to microscope measurements than were those by FlowCAM ESD
(Equivalent Spherical Diameter), though therewas amismatch in size estimates for someorganisms between the
FlowCAM ABD andmicroscope due to orientation and complexmorphology. When a single problematic taxon is
very abundant, the resulting size frequency distribution curves can become skewed, as was observed with
Asterionella in this study. In particular, special consideration is neededwhen utilizing automated tools to analyse
samples containing colonial species. Re-analysis of the size frequency distributions with the removal of
Asterionella from FlowCAM and microscope data resulted in more similar curves across methods with FlowCAM
ABD having the best ﬁt compared to themicroscope, althoughmicroscope concentration estimates were still sig-
niﬁcantly higher than estimates from the other methods. The results of our study indicate that both automated
tools can generate frequency distributions of particles that might be particularly useful if correction factors can
be developed for known differences in well-studied aquatic ecosystems.
Crown Copyright © 2017 Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND license
(http://creativecommons.org/licenses/by-nc-nd/4.0/).Keywords:
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Ballast water is a well-known vector for introducing nonindigenous
species that have caused negative economic and ecological effects
around the world (Carlton, 1985; Carlton and Geller, 1993; Ruiz et al.,
2000; Bailey, 2015). To reduce the threat of harmful aquatic organisms
and pathogens, the International Maritime Organization (IMO) adopted
the International Convention for the Control and Management of Ships'
BallastWater and Sediments in 2004. After entry into force, shipswill be
required to meet the discharge standards set out in Regulation D-2,
which speciﬁes that discharged ballast water shall contain b10 viable
organisms ≥50 μm inminimumdimension per cubicmeter; b10 organ-
isms between ≥10 and b50 μm in minimum dimension per milliliter;d),
iski@geomar.de (E. Briski),
r B.V. This is an open access article u
mination of a high resolution
tp://dx.doi.org/10.1016/j.searand additional limits for indicator bacteria (IMO, 2004). Most ships are
expected to meet this regulation by installing ballast water treatment
systems; rapid and accuratemethods to enumerate andmeasuremicro-
scopic organisms will be needed to conﬁrm that treated ballast water
meets the discharge standards and that the risk of introduction of spe-
cies into the environment has been reduced.
There have been promising advances in automating assessments of
organisms b50 μm in minimum dimension using tools such as PAM
ﬂuorometry and ﬂow cytometry (Veldhuis and Fuhr, 2008; Bradie,
2016), but little progress has been made for organisms ≥50 μm (First
and Drake, 2012; Zetsche and Meysman, 2012). Organisms in the
≥50 μmsize range are typically zooplankton, but can include larger phy-
toplankton as well. Currently, the standard procedure for enumerating
viable organisms ≥50 μm involves expert assessment under a suitable
microscope (Jørgensen et al., 2010). Depending on the volume needed
to measure for compliance and the concentration of particles (live/
dead organisms and debris) in the sample, this procedure can be time
consuming, taking up to six hours for a well-trained analyst to countnder the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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Speeding up this process with a reliable, automated method would re-
duce organismmortality caused by deteriorating environmental condi-
tions during sample holding and processing, reduce errors related to
fatigue of the analyst and reduce the time required for ballast water
compliance testing. Here, we examined two potential automated
methods for counting organisms ≥50 μm: a High Resolution Laser Opti-
cal Plankton Counter (HR-LOPC) and a Flow Cytometer with digital im-
aging Microscope (FlowCAM®).
Laser Optical Plankton Counters have been used to rapidly deter-
mine the size distribution and abundance of zooplankton in natural
aquatic systems (Finlay et al., 2007a; Finlay et al., 2007b; Schultes and
Lopes, 2009; Gaardsted et al., 2011; Rahkola-Sorsa et al., 2014). In the
laboratory, a sample circulator component can be added to assess sam-
ples (live or preserved) (Finlay et al., 2007a; Gaardsted et al., 2010;
Rahkola-Sorsa et al., 2014;Mines et al., 2013). The standard LOPC counts
and measures particles N100 μm as they pass a laser beam (Herman et
al., 2004); we examined the potential of a High Resolution LOPC modi-
ﬁed to enumerate particles between 20 μm to 12mm (Rolls Royce Can-
ada Ltd. – Naval Marine). Though the HR-LOPC cannot determine
particle status (live organism, dead organism or detritus), it has the abil-
ity to analyse a large volume sample in minutes.
The FlowCAM (Fluid Imaging Technologies, Inc.) has been used
mainly for analyzing particles b200 μm (Sieracki et al., 1998; Álvarez
et al., 2011, 2012, 2014) with one publication to date for zooplankton
(Le Bourg et al., 2015). The FlowCAM combines ﬂow cytometry, micros-
copy and image analysis to automate the enumeration and measure-
ment of particles from 3 to 3000 μm (Sieracki et al., 1998). Images
captured by the FlowCAM can be used to discriminate plankton fromde-
tritus manually or by using automated classiﬁcation software (Zarauz et
al., 2009; Álvarez et al., 2012, 2014). It also has the ability to detect
ﬂuorescence for assessing viability (Steinberg et al., 2012), though this
was not investigated here. The FlowCAM can rapidly image numerous
particles but sample analysis can be time consuming when particle con-
centrations or sample volumes are high (Álvarez et al., 2011).
As a ﬁrst step to assess the potential of the HR-LOPC and the
FlowCAM as potential tools for indicative analysis of organisms
≥50 μm in ballast water, this study examines the accuracy of automated
particle counts, size frequency distributions and particle size measure-
ments in comparison to data generated by traditional light microscopy
as a baseline. In addition, we conducted ﬁner scale comparisons of the
FlowCAM and the microscope to evaluate measurements according to
taxonomic group.
2. Methods
2.1. Sample preparation
One plankton sample was collected from Hamilton Harbour, Lake
Ontario, in December 2012 by combining 15 vertical net hauls (4 m to
surface) using a 30 cm diameter conical plankton net with 30 μm
(~50 μm in diagonal) mesh. The sample was condensed into a 1 L bottle
and preserved in 70% ethanol. A Folsom splitter was subsequently used
to split half the sample into 16 equal fractions, each equal to 132.5 L of
original harbour water. These fractions were used as replicate samples
by randomly assigning ﬁve sample fractions (replicates) to each of the
three measurement treatments: HR-LOPC, FlowCAM and microscope.
The replicate samples were kept in 70% ethanol until analysis (prepara-
tion steps summarized in Fig. 1). The samples were removed from the
ethanol using a 20 μm Nitex mesh sieve and placed in distilled water
prior to analysis for all treatments.
2.2. HR-LOPC
A sample circulatorwas usedwith theHR-LOPC to obtain counts and
size measurements of particles in each replicate. Each replicate samplePlease cite this article as: Kydd, J., et al., Examination of a high resolution
concentration and size, J. Sea Res. (2017), http://dx.doi.org/10.1016/j.searwas suspended in 50 mL of distilled water, poured slowly into the sam-
pling chamber below the surface of the water using a funnel with at-
tached tube to prevent air bubbles from entering the system and run
through the circulator for 20 min. The detection threshold was set at
77, limiting the HR-LOPC to capture particles N30 μm, as recommended
by Rolls Royce Canada, Ltd. The particle data was examined using a
modiﬁed post processing program (LOPC PostPro, Rolls Royce Canada
Ltd. – Naval Marine) to produce a distribution plot of particle sizes in
15-μm bins.
2.3. FlowCAM®
The broad size range of plankton being analysed (30 to 1000 μm)
was examined using multiple ﬁeld-of-view (FOV) ﬂow cells (80, 300
and 1000 FOV) and corresponding microscope objectives (100, 40 and
10×). Particles contained in each replicate were separated according
to ﬂow cell size using a series of Nitex mesh sieves (75, 295, and
1000 μm), with each fraction rinsed into a 50 mL bottle with 70% etha-
nol until analysis. Prior to analysis, each fraction was initially put into a
measured volume of distilledwater. For the two larger sized fractions, a
subsample of this initial volumewas diluted into a solution of polyvinyl-
pyrrolidone (PVP), M.W. 1,300,000 to increase the viscosity of the liq-
uid, slowing the descent of the larger particles through the ﬂow cell to
improve capture rates by the digital camera (as recommended by the
manufacturer and veriﬁed by preliminary experiments).
The b75 μm fractions were suspended in 40 mL distilled water.
Using an Eppendorf pipette, a 3 mL aliquot was processed using the
80 μm, 5 mm FOV ﬂow cell with the 10× objective (100× magniﬁca-
tion). The particle-dense b75 μm fractions were analysed using
AutoImage mode, where images are captured at set intervals. The vol-
ume of sample analysed was calculated by the software based on the
number of images taken, the ﬁeld of view, and the depth of the ﬂow
cell. The sample was added in 0.5 mL increments to prevent settling of
particles. At 33% efﬁciency (calculated based on the image capture
rate in the Autoimage mode and the ﬂow of sample), 1 mL of the 3 mL
aliquot was counted in 60 min. The 75–295 μm fractions were
suspended in 20mL of distilledwater. From the 20mL, 2.5mLwas dilut-
ed to 10–15 mL in a 2.5% solution of PVP to get one particle per image
and then processed using the 300 μm, 5 mm FOV ﬂow cell with the
4× objective (40× magniﬁcation). Scatter Trigger mode was used,
with images taken only when the laser light (532 nm) was disrupted
by a passing particle, rather than at set intervals as in AutoImage mode.
The volume of the sample analysed was calculated by the software
based on the ﬁeld of view, depth of the ﬂow cell and the total volume
of ﬂuid that passed through the ﬂow cell. For the 75–295 μm fraction,
sampling time varied from 20 to 30min depending on the volume proc-
essed. For the 295–1000 μm fractions, the sample was initially put into
40 mL of distilled water; 20 mL was removed and diluted in 2.5% PVP
to a volume of 60mL for rep 1 and 80mL for reps 2 to 4. Thesewere proc-
essed with a 1000 FOV ﬂow cell and 2× objective (20× magniﬁcation)
using Scatter trigger mode. For the 295–1000 μm fraction, sampling
time varied from 30 to 45 min depending on the volume processed.
Particle counts and measurement data were determined using Fluid
Imaging's VisualSpreadsheet© (VSS) software. Data from the three size
fractions were subsequently pooled into a composite count for each
sample. The captured images allowed for visual classiﬁcation into taxo-
nomic groups with the aid of sorting and ﬁltering features in the VSS
program for concentration and size comparisons against themicroscope
data, by taxonomic group. One of the ﬁve replicate samples for the
FlowCAMwas poorly preserved as evident from the number of decaying
organisms imaged and was excluded from further analysis.
2.4. Microscope
Zooplankton and phytoplankton were enumerated separately on an
AZ100 Nikon multipurpose microscope at 10× to 400× magniﬁcation,laser optical plankton counter and FlowCAM for measuring plankton
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Fig. 1. Flow chart for samples processed on the HR-LOPC, FlowCAM, and microscope including details of volumes (vol) used and magniﬁcation. Initial sample vol = the concentrated
sample volume in distilled water after ethanol was removed; FOV = Field of View; PVP = 2.5% polyvinylpyrrolidone solution.
3J. Kydd et al. / Journal of Sea Research xxx (2017) xxx–xxxequippedwith a QImaging Retiga 2000R camera and AIS Element imag-
ing software. Zooplankton were analysed by suspending each replicate
in 40mL of distilledwater. Subsampleswere removedwith a 5mLHen-
son-Stempel pipette for analysis. Multiple subsamples were analysed
until at least 200–300 individuals were counted (amaximumof 100 or-
ganisms for any one taxon), or until 50% of the samplewas analysed. In-
dividuals were classiﬁed into taxonomic groups, typically at the level of
Order or Genus. Length and width of 30 individuals per crustacean
taxon and 20 individuals per rotifer taxon were measured under 40–
80× magniﬁcation. Caudal rami and spines were excluded from length
measurements, and width wasmeasured as the widest part of the bodyPlease cite this article as: Kydd, J., et al., Examination of a high resolution
concentration and size, J. Sea Res. (2017), http://dx.doi.org/10.1016/j.searperpendicular to the length. With measurements, each sample took 3–
4 h to complete analysis.
Phytoplanktonwere analysed by suspending each replicate in 40mL
of distilledwater. Subsamples (1.1mL)were removedwith a pipette for
analysis using a Sedgewick Rafter counting chamber under 160–400×
magniﬁcation. The sample was allowed to settle for 30 min prior to as-
sessment. 200–250 phytoplankton particles were counted to determine
density. Length and width were measured for 30 plankton particles per
taxonomic group. To parallel measurements generated by HR-LOPC and
FlowCAM, phytoplankton colonies were measured as one particle,
though for the ﬁrst ten colonies of each taxon 3 individual cells werelaser optical plankton counter and FlowCAM for measuring plankton
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ments took approximately 3 h.2.5. Particle measurements
Standard calibration beads were used to verify size measurements
according to manufacturer recommendations for the FlowCAM and
HR-LOPC, and a micrometer was used to calibrate microscope software,
prior to use.
Equivalent spherical diameter (ESD), typically deﬁned as the diame-
ter of a sphere having equivalent volume as the particle of interest, was
estimated by each instrument using slightly different methods. The
LOPC ESD is calculated based on the occultation of the laser beam, as
captured by an array of 35 photodiode elements (Herman et al.,
2004). To allow for capturing particles between 20 μm to 12 mm, the
HR-LOPC was modiﬁed to have 0.3 × 0.3 mm elements in the photodi-
ode array versus the 1 × 1 mm elements in the standard LOPC (Rolls
Royce Canada Ltd. – Naval Marine). The HR-LOPC ESD was generated
for every particle in the sample as the diameter of a circle having equiv-
alent area to the estimated area of the particle of interest.
The FlowCAM can generate two ESD measurements. The ﬁrst, re-
ferred to as the FlowCAM ESD, is calculated based on the mean of 36
feret measurements taken around the particle. The second, Area Based
Diameter (FlowCAM ABD), is based on the area of pixels that make up
the image of the particle calculated to the diameter of a circle with an
equivalent area. Both ESD measurements are calculated for every parti-
cle processed by the FlowCAM. Additionally, the FlowCAM provides
length and width measurements for every particle that can be used to
manually calculate ESD in the same manner as is typical for traditional
microscope measurements (see next).
On themicroscope, ESDwas calculated using the geometric mean of
the measurements: (length × width)0.5 (Beaulieu et al., 1999). Addi-
tionally, a cell area-based ESD (ESDA) was calculated for Asterionella, a
colonial species made up of long, thin cells set in a star shape with a
lot of interstitial space between the cells (Fig. 2A). To calculate ESDA,
the length and width of three individual cells per colony were mea-
sured; the average length and averagewidth of the three cells wasmul-
tiplied to calculate an average area per cell and multiplied by the
number of cells in that colony to estimate the area of the colony (A).
The ESDA was then calculated using the equation ESDA = 2(A/π)0.5.
The ESDA was calculated for 10 colonies per replicate.Fig. 2. Examples of (A,B,C) phytoplankton and (D,E,F) zooplankton taxa captured digitally by th
295–1000 um. (A) Asterionella and (F) Bosmina are shown in two orientations.
Please cite this article as: Kydd, J., et al., Examination of a high resolution
concentration and size, J. Sea Res. (2017), http://dx.doi.org/10.1016/j.sear2.6. Particle classiﬁcation
Particles on the FlowCAM andmicroscopewere classiﬁed intomajor
taxonomic groups. Zooplankton included Calanoida, Cyclopoida, cope-
pod naupli, Bosminids, Daphnia, Asplanchna, Keratella, Polyarthra, and
Kellicottia. Phytoplankon were grouped as Asterionella, Fragilaria,
Stephanodiscus, Closteriopsis, Oscillatoria, Codonella, Microcystis,
Cryptophyceae, Staurastrum, Pediastrum, and Tabellaria. Rare taxa or un-
identiﬁed organisms were categorized as ‘other’ rotifers, zooplankton,
or phytoplankton. Non-organism particles imaged by the FlowCAM
were classiﬁed as debris; duplicate images, images of bubbles, or of
the ﬂow cell itself were manually deleted.
2.7. Data analysis
All concentration data were standardized to a 1 L volume to account
for variation in volumes analysed across replicates. FlowCAM and mi-
croscope datawere grouped into 15 μmbins tomatch theHR-LOPC out-
put. As the distribution of particles in the 15 μm bins declined
exponentially from initial to later bins, the data was further standard-
ized by grouping the bins using an octave scale (base 2), i.e. N30–
60 μm, N60–135 μm…N1020 μm(Beaulieu et al., 1999). As the detection
threshold of the HR-LOPC was limited to particles N30 μm, particles
b30 μm captured by FlowCAM or microscope were omitted from com-
parisons with the HR-LOPC; the smaller particles were used only for
comparisons of FlowCAM and microscope. Comparisons of FlowCAM
and HR-LOPC considered total particle data, including both organisms
and debris since the HR-LOPC does not differentiate particles. Debris
was removed from FlowCAM data for comparisons with microscope
data. We conducted comparisons of size measurements across devices,
considering the automated ESD outputs from the instruments (HR-
LOPC ESD, FlowCAM ESD and FlowCAM ABD) against manual calcula-
tions of ESD by microscope. Manual calculations of ESD based on parti-
cle length andwidth from the FlowCAM, completed in the samemanner
as for the microscope, were not signiﬁcantly different from the auto-
mated FlowCAMESDoutput; thus, only comparisons based on the auto-
mated outputs of the devices are presented in this paper.
The density of particles counted per sample by each devicewas com-
pared using one-way analysis of variance (ANOVA), except for compar-
isons of FlowCAM ABD versus FlowCAM ESD, where a paired-sample t-
test was used (SYSTAT 13) because the measurements originated from
the same replicates. A Hotelling T-squared test for two multivariatee FlowCAM divided into three size groups: (A, B) 20–75 um, (C,D) 75–295 um, and (E, F)
laser optical plankton counter and FlowCAM for measuring plankton
es.2017.01.003
Fig. 3. Concentration (A) and relative frequency (B) plots for particles N 30 μmmeasured
by the HR-LOPC, FlowCAM (organism only) ESD and ABD measurements, and the
microscope.
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appropriate) was used to test for differences in concentration estimates
at different size classes (MATLAB). Three size classes were used for
this analysis: N 30–60 μm, N60–135 μm, and N135 μm. The size
classes N 135 μm were grouped as one because the concentration of
particles N 255 μm was negligibly small compared to other categories.
Also, using more than three size classes would violate the assumptions
of the test, since the smallest number of replicates for any method
was four. The relative frequencies of densities by size classes were also
tested using the two sample Kolmogorov-Smirnov (K-S) test with a
Markov chain Monte Carlo method, comparing two methods at a time
for signiﬁcance in frequency distributions using the null Ho: Both
methods capture the same size frequency in the population.
Additional comparisonswere conducted between FlowCAMandmi-
croscope to evaluatemeasurements according to taxonomic group. This
analysis was limited to taxonomic groups with N15 individuals. Com-
parisons were conducted using ANOVA with Bonferroni correction
(SYSTAT 11). To increase the sample size, the mean organism ESD was
based on all particlesmeasured by the instrument irrespective of the in-
dividual replicates, since all the particles originated from the same net
haul sample (i.e., the same population).
3. Results
Estimates of sample particle concentration were highly variable
across devices, with the highest counts recorded by microscope
(1348.40 ± 171.07 organisms N 30 μm L−1), and the lowest by HR-
LOPC (91.97 ± 7.25 particles N 30 μm L−1) (Table 1). Concentration es-
timates were signiﬁcantly different, both considering the total number
of particles per sample (one-way ANOVA, F = 89.91, df = 3, 14,
p b 0.001), and when examining densities given the variation also
among the size classes (Fig. 3A, Table 2). After concentration estimates
were converted to relative frequencies, microscope and FlowCAM ESD
(Kolmogorov-Smirnov, p= 0.54), and FlowCAMABD andHR-LOPC (Kol-
mogorov-Smirnov, p = 0.53) measures were not statistically different,
while remaining paired comparisons between methods were signiﬁ-
cantly different (Fig. 3B, Table 2).
For the more abundant phytoplankton and zooplankton taxonomic
groups, concentration estimates were approximately 60% lower on the
FlowCAM compared to the microscope (Fig. 4). The FlowCAM captured
a large number of particles allowing assessment of more taxonomic
groups (34 taxa) compared to the microscope (27 taxa). Both instru-
ments gave similar results in terms of relative abundance of individual
taxa, with Asterionella sp. being the most abundant taxon comprising
58.6 ± 4.1% of the sample on the FlowCAM and 56.5 ± 4.4% on the mi-
croscope, followed by Fragilaria,Microcystis and Pediastrium. The sample
contained mostly colonial species, with few non-colonial cells b50 μm
and few organisms measuring N50 μm. Fig. 2 shows examples of some
of the organisms imaged by the FlowCAM.
Fig. 5 shows the size comparison of different taxa measured on
FlowCAM, using both ESD and ABD, and on the microscope. The
FlowCAM ABD measurements were similar to microscope ESD mea-
surements, except for Asterionella sp., Staurastrum sp. and Closteriopsis
sp. (ANOVA with Bonferroni, p b 0.0001). The FlowCAM ESD generally
produced larger size estimates relative to the FlowCAM ABD and theTable 1
Concentration (count L−1) of N30 μmparticles, as counted by the HR-LOPC, FlowCAMand
Microscope. HR-LOPC data includes all particles, while microscope data includes organ-
isms only; FlowCAM data is presented as both total and organism-only counts.
HR-LOPC FlowCAM ESD FlowCAM ABD Microscope
Total Total Organisms Total Organisms Total
Average 92.0 861.1 568.0 552.9 420.9 1348.4
Standard
deviation
7.3 195.6 119.3 146.8 102.4 171.1
Please cite this article as: Kydd, J., et al., Examination of a high resolution
concentration and size, J. Sea Res. (2017), http://dx.doi.org/10.1016/j.searmicroscope ESD. In all cases the FlowCAM ESD was signiﬁcantly differ-
ent from the FlowCAM ABD and in most cases signiﬁcantly different
from the microscope (ANOVA with Bonferroni, p b 0.0001). Of all the
taxa compared, Asterionella was an unusual case where the FlowCAM
ABD (41.6 ± 15.7 μm; n = 10.022) underestimated the size by 58%
compared to the microscope ESD (98.2 ± 29.3 μm, n = 150). The
FlowCAM ESD (98.5 ± 31.5, n = 10.022) was the same as the micro-
scope ESD. When the Asterionella microscope ESD was recalculated
based on area of the cells, ESDA, the microscope ESDA calculation pro-
duced a result more similar to the FlowCAM ABDmeasurement (Fig. 6).
Removal of Asterionella from analyses still resulted in a signiﬁcant
difference in the numerical concentration estimates among the
FlowCAM ESD, FlowCAM ABD, HR-LOPC and microscope (one-way
ANOVA, F = 21.14, df = 3, 14, p b 0.001) (Fig. 7A). The paired compar-
ison showed differences between all the methods, although it is only
marginal between the FlowCAM ABD and HR-LOPC (p = 0.01) (Table
3). Concentration estimates between methods remained signiﬁcantly
different when the variation among size classes were taken into ac-
count, although comparisons based on relative frequencies indicate
that the distribution of particles, with removal of Asterionella, was not
different across all methods except between the FlowCAM ABD and
FlowCAM ESD (p b 0.001) (Fig. 7B and Table 2).
4. Discussion
The automated tools tended to underestimate particle concentration
compared to standard microscopy. Manual counts of organisms on the
microscope generated concentration estimates 35–60% greater than
those by FlowCAM and more than two orders of magnitude greater
than those by HR-LOPC. Conversion of concentration estimates to rela-
tive size frequency distributions initially resulted in nearly identical out-
puts from the FlowCAM ESD and microscope. The size frequency
distributions generated by FlowCAM ABD and HR-LOPC remained
quite different from that of the microscope, revealing important differ-
ences across methods in the measurement of particle size. For most
taxa, particle size measurements generated by FlowCAM ABD werelaser optical plankton counter and FlowCAM for measuring plankton
es.2017.01.003
Table 2
Results of statistical analyses comparing concentration and relative frequency estimates for N 30 μm measured by the HR-LOPC, FlowCAM (organism-only) ESD and ABD, and the
microscope.
Concentration comparison without size classes using Pair-wise comparison of methods of one-way ANOVA
FlowCAM ESD FlowCAM ABD HR-LOPC
Microscope F = 53.00, df = 1,7, p b 0.001 F = 90.33, df = 1,8, p b 0.001 F = 356.20, df = 1,8, p b 0.001
FlowCAM ESD *t-paired = 9.23, df = 3, p = 0.003 F = 55.26, df = 1,7, p b 0.001
FlowCAM-ABD F = 34.06, df = 1,7, p b 0.001
Concentration comparisons with size classes using Hotelling T-squared for two multivariate independent samples
FlowCAM ESD FlowCAM ABD HR-LOPC
Microscope F = 22.62, df = 3,5, p = 0.002 F = 372.82, df = 3,5, p b 0.001 F = 734.01, df = 3,6, p b 0.001
FlowCAM ESD F = 32.75, df = 3,4, p = 0.003 F = 52.43, df = 3,5, p b 0.001
FlowCAM ABD F = 24.63, df = 3,5, p = 0.002
Relative frequency comparisons using two-sample Kolmogorov-Smirnov test with MCMC method
FlowCAM ESD FlowCAM ABD HR-LOPC
Microscope p = 0.54 p b 0.001 p b 0.001
Flow ESD p b 0.001 p b 0.001
FlowCAM ABD p = 0.53
*Paired-sample t-test was used.
6 J. Kydd et al. / Journal of Sea Research xxx (2017) xxx–xxxmore similar to microscope measurements than were those by
FlowCAM ESD, though there was a mismatch in size estimates for
some organisms between the FlowCAMABDandmicroscope due to ori-
entation and complex morphology. When a single problematic taxon is
very abundant, the resulting size frequency distribution curves can be-
come skewed, aswas observedwith Asterionella, though thismay be re-
solved for well-studied aquatic ecosystems using correction factors.
It is not clear why the densities of particles measured were signiﬁ-
cantly different across methods. In contrast to our ﬁndings, previous
studies have found that the standard LOPC overestimates zooplankton
densities in areas with dense phytoplankton, detritus, and high turbid-
ity (Schultes and Lopes, 2009; da Rocha Marcolin et al., 2013; Schultes
et al., 2013; Checkley et al., 2008), though it has given good estimates
of zooplankton abundance (Finlay et al., 2007a; Rahkola-Sorsa et al.,
2014; Basedow et al., 2013). As our samples contained numerous very
small and transparent particles, the HR-LOPC may have been operating
at its lower sensitivity limits during our comparisons. While our ﬁnd-
ings for the FlowCAM agree with one previous study indicating under-
estimation of concentration compared to the microscope with
preserved natural samples (Jakobsen and Carstensen, 2011), in other
cases, the FlowCAM has generated higher (Álvarez et al., 2014), similar
(Ide et al., 2008; Zarauz et al., 2009; Le Bourg et al., 2015) or mixed re-
sults (See et al., 2005; Garmendia et al., 2013). Discrepancies in previousFig. 4. Concentration estimates for A) phytoplankton and B) zooplankton taxonomic groups cou
Please cite this article as: Kydd, J., et al., Examination of a high resolution
concentration and size, J. Sea Res. (2017), http://dx.doi.org/10.1016/j.searstudies have been attributed to comparing live cell counts to Lugol's
preserved samples where cell shrinkage or breakage has occurred
(Álvarez et al., 2014; Garmendia et al., 2013; Zarauz and Irigoien,
2008), but preservation should not have an effect here as all samples
were similarly treated. Lower concentration estimates on our instru-
ments could be due to particles being missed or error in the measure-
ment of analysis volume by the instruments.
In terms of measurement accuracy, the FlowCAM ABD generated
particle size estimates equivalent to the microscope calculated ESD for
most individual taxonomic groups, whereas the FlowCAM ESD mea-
surementswere larger. Similar results have been reported in other stud-
ies (Jakobsen & Carstensen, 2011; Álvarez et al., 2014). Our study found
large differences in size estimates of taxa that could be consideredmor-
phologically complex (Asterionella, Closteriopsis, Staurastrum, and
Bosminids). Previous researchers have also found size differences be-
tween the FlowCAM and other instruments whenmeasuring asymmet-
rical and chain-forming diatoms due to orientation in the ﬂow cell
(Jakobsen and Carstensen, 2011; Spaulding et al., 2012). Particle orien-
tation is similarly ﬂexible for the LOPC, resulting in smaller size esti-
mates than taken by microscopy, especially for laterally ﬂattened
organisms like cladocerans, when the narrow depth versus the wider
width is measured by the occultation of the laser (Finlay et al., 2007a;
Rahkola-Sorsa et al., 2014). Organisms measured on the microscopented on the FlowCAM andmicroscope. Error bars indicate standard deviation of themean.
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Fig. 5. Average size (+ standard deviation) of A) phytoplankton and B) zooplankton taxonomic groups measured on the microscope and FlowCAM (both ESD and ABD). Signiﬁcant
differences (ANOVA with Bonferroni, p b 0.0001) between FlowCAM ESD and FlowCAM ABD indicated by ‘A’, between FlowCAM ESD and the microscope by ‘B’ and between FlowCAM
ABD and the microscope by ‘C’, * indicates marginally signiﬁcant.
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but with both FlowCAM and LOPC, particles can pass the camera/laser
along any axis such that length and width measurements can be taken
along any orientation of the particle.While this variability in orientation
tends to skew results towards underestimation in comparison with tra-
ditional microscopy, the automated tools may be better able tomeasure
the true minimum dimension of an organism, as written in Regulation
D-2, when depth is the narrowest axis.
In this study, differences in the size measurements between the
FlowCAM ABD and the microscope ESD for the star-shaped colony
Asterionella, combinedwith high colony abundance in the sample, inﬂu-
enced the shape of the size frequency distribution curves. The FlowCAM
ABD size frequency distribution peaked at 45 μm with Asterionella,
whereas the peak occurred at 90 μm for the microscope ESD particle
curve. The microscope calculated ESD used the length and width of
the whole colony and agreed well with the similarly measured
FlowCAM ESD using feret lines, whereas the FlowCAM ABD was based
on the area of the cells. Changing the size estimate on the microscope
to be based on the area of the cells excluding the interstitial space
corrected the difference between the microscope ESD and FlowCAM
ABD giving a more similar size estimate. Normally, when measuring
phytoplankton on themicroscope, cells within the colony are measured
individually; thus, special consideration is needed when utilizing auto-
mated tools to analyse samples containing colonies. Re-analysis of the
size frequency distributions with the removal of Asterionella from
FlowCAM and microscope data resulted in more similar curves across
methods with FlowCAM ABD having the best ﬁt compared to theFig. 6. Comparison of different ESD calculations used to measure Asterionella by
microscope and FlowCAM. Microscope ESD is based on the colony length and width and
Microscope ESDA is based on the area of the individual cells in the colony.
Please cite this article as: Kydd, J., et al., Examination of a high resolution
concentration and size, J. Sea Res. (2017), http://dx.doi.org/10.1016/j.searmicroscope, although microscope concentration estimates were still
signiﬁcantly higher than estimates by the other methods.
With the removal of Asterionella, the FlowCAM ABD and the HR-
LOPC particle size frequency distribution curves were very similar in
both shape and concentration, though the HR-LOPC was still measuring
relatively low at the bottom end of the size spectrum (b60 μm) com-
pared to the FlowCAM. Rolinski et al. (2013) found similar issues with
size measurements of Asterionella on another particle counter. It is pos-
sible that the HR-LOPC is underestimating phytoplankton densities due
to orientation or transparency. The LOPC measures particles by deter-
mining the occultation of a laser beam captured by, in this case,
30 × 30 μm diode elements (Herman et al., 2004, Rolls Royce Rolls
Royce Canada Ltd. – Naval Marine). Laterally ﬂattened colonial phyto-
plankton like Fragilaria and Asterionella or ﬁlamentous algae may not
be captured by the HR-LOPC if the narrow axis (depth) is orientedFig. 7. Particle size distributions without Asterionella measured by the microscope,
FlowCAM ESD and FlowCAM ABD plotted with total particle counts on the HR-LOPC for
both A) frequency in counts L−1 and B) relative frequency with standard deviations.
laser optical plankton counter and FlowCAM for measuring plankton
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Table 3
Statistical analysis results for comparing the size frequency distribution between HR-LOPC, FlowCAM (organism only) ESD and ABDmeasurements, and the microscope with Asterionella
removed from the FlowCAM and microscope data.
Concentration comparison without size classes using Pair-wise comparison of methods of one-way ANOVA
FlowCAM ESD FlowCAM ABD HR-LOPC
Microscope F = 25.51, df = 1,7, p = 0.002 F = 15.63, df = 1,7, p = 0.006 F = 87.86, df = 1,8, p b 0.001
FlowCAM ESD *t-paired = 0.01, df = 3, p = 0.99 F = 14.42, df = 1,7, p = 0.007
FlowCAM ABD F = 4.49, df = 1,7, p = 0.07
Concentration comparisons with size classes using Hotelling T-squared for two multivariate independent samples
FlowCAM ESD FlowCAM ABD HR-LOPC
Microscope F = 65.24, df = 3,5, p b 0.001 F = 17.67, df = 3,5, p = 0.004 F = 304.76, df = 3,6, p b 0.001
FlowCAM ESD F = 16.88, df = 3,4, p = 0.010 F = 20.78, df = 3,5, p = 0.003
FlowCAM ABD F = 24.61, df = 3,5, p = 0.002
Relative frequency comparisons using two-sample Kolmogorov-Smirnov test with MCMC method
FlowCAM ESD FlowCAM ABD HR-LOPC
Microscope p = 0.10 p = 0.75 p = 1.00
FlowCAM ESD p b 0.001 p = 0.48
FlowCAM ABD p = 0.77
*Paired-sample t-test was used.
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samples were preserved in ethanol reducing the opacity of the phyto-
plankton particles, whichmay reduce the ability of the particle to occult
(block) the laser beam. Further investigation would be needed at the
lower size limit (30–105 μm, nominally phytoplankton, rotifers and
naupli) of the HR-LOPC to resolve if, and how effectively, it is capturing
the smaller particles and to determine if capture rate improves when
working with an unpreserved sample.
The results of our study indicate that both automated tools can gen-
erate frequency distributions of particles that might be particularly use-
ful if correction factors can be developed for known differences in well-
studied aquatic ecosystems. In terms of ‘rapid’ compliance monitoring
for organisms ≥50 μm in ballast water, only the HR-LOPC can analyse
an entire sample in a rapid timeframe (minutes) whereas only small
subsample volumes can be run on the FlowCAM in short order. In this
study the processing time (running the sample and sorting the images)
on the FlowCAMwas equivalent to themicroscopeworkwith the inclu-
sion of measuring particles (though this is typically not conducted for
ballast water evaluations). Future work using the FlowCAM to assess
≥50 um particles could eliminate the use of the 80 μm ﬂow cell, as
the resolution of the 300 μm ﬂow cell is 30 μm, in order to decrease
the processing time by one third, if not more. The concentration of
dead particles and debris will increase the time or decrease the
volume of sample that can be processed by the FlowCAM and mi-
croscope, but it is not clear if both methods would be impacted
equally.
Future work is needed to assess the transferability of our ﬁndings to
samples from a diverse array of aquatic ecosystems and to determine if
these automated tools can be used to assess viability of particles in a
sample. The FlowCAM is able to measure both ﬂuorescence and colour
and can detect vital stains (Peterson and Nelson 2010; Veldhuis and
Fuhr, 2008), though this was not tested here. It may also be important
to quantify any error associated with the assessment of live organisms,
as live individuals may be able to swim against the current within the
automated devices, possibly resulting in duplicate counting. Another
issue to explore when validating these tools for compliance monitoring
is the enumeration of colonies as one entity even though it is composed
of a number of smaller cells. Reavie and fellow researchers (2010)
deemed the FlowCAM unsuitable for enumerating particles 10–50 μm
due to the presence of colonial cells, indicating that examining images
of individuals in colonies to generate accurate counts would take a sig-
niﬁcant amount of time. For the ≥50 μm organisms, colonies consisting
mainly of cells b50 μm can be ﬁltered out by the FlowCAM software -
automated classiﬁcation by the FlowCAM has been shown to have anPlease cite this article as: Kydd, J., et al., Examination of a high resolution
concentration and size, J. Sea Res. (2017), http://dx.doi.org/10.1016/j.searoverall error around 10% (Álvarez et al., 2014 and citations therein). Im-
aging of particles, especially those deemed viable, would be an advanta-
geous feature for an indicative analysis tool by providing a permanent
data record; it would also allow trained users to verify or correct data
outputs or to identify problematic samples, such as samples dominated
by colonial phytoplankton species.Acknowledgements
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